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Leak Test System 



A leak test system used for quantitative determi- 
nation of leak rates in large pressurized compartments 
in an aerospace program appears feasible for adaptation 
in industrial fabrication and maintenance operations. 

The method utilizes a pressure reference cylinder 
(see figure) placed in thermal contact with the internal 
environment of the compartment tested. The cylinder 
is equipped with a differential pressure transducer (0.0- 
34.1 cm or 13.5 in H 2 0 column range), an amplifier 
with a signal output of 0.0 to 5.0 VDC corresponding 
to the transducer range, and cabling to integrate the 
pressure reference cylinder with a signal readout unit 
(with power supply) located outside the compartment 
tested. The signal readout unit provides a 28 VDC 
input power to the differential pressure transducer 
and millivolt digital readout of the amplifier output. 


The pressure reference cylinder is pressurized to 1.37 
x 10 5 N/m 2 (5.2 psig), placed within the compartment 
to be tested, and integrated with the signal readout 
unit. An electrical pass-through is provided in the wall 
of the compartment under test (or a test closure assembly 
in some test configurations) to permit integration of the 
system. The compartment under test is then closed and 
pressurized until the signal output of the pressure refer- 
ence cylinder transducer indicates 13 cm (5 in) H 2 0 
column differential between cylinder and compartment 
pressures. Gas flow to the compartment, at this time, is 
reduced to a specified leakage value. An increase or 
decrease in compartment pressure, with respect to the 
cylinder reference pressure, serves as an indication of 
whether the compartment leakage is less than or exceeds, 
respectively, the maximum allowable specification value. 
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The flow is then varied until signal output indicates a 
stabilized condition of 13 cm H 2 0 column pressure 
differential between the cylinder and compartment. The 
delivery flow rate at this time is a directly readable para- 
meter and is equal to the compartment leak rate. 

Since the gases within the cylinder and compartment 
undergo essentially the same temperature transients, 
the effects of temperature changes on test result accu- 
racies and on the ease of balancing flows are signifi- 
cantly reduced. Application of this test method has 
demonstrated a system sensitivity which responds, with- 
in 15 minutes, to changes in the delivery flow into a 
volume of 47.6m 3 (1700 ft. 3 ) that are as small as 150 
std. cm 3 /sec. 

Notes: 

1. Information concerning this innovation may be of 
interest to manufacturers of holding tanks, tank cars, 
processing vessels used for handling hazardous mate- 
rials and aircraft and ship pressurized compartments. 
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